[Study of the characteristics of diagnostic X-ray equipment. 2. Relationship of spectral distribution of braking radiation and its dosimetric characteristics].
The results obtained by the method outlined in the paper for calculating dosimetric characteristics of a braking radiation spectrum are in rather good agreement with those of experimental studies and may be used for practical calculations instead of expensive and labour-consuming experimental methods for estimating the spectral characteristics of braking spectra.